R215 – SPECIFIC REQUIREMENTS: TEXAS DOH INDOOR AIR QUALITY TESTING LABORATORY ACCREDITATION PROGRAM

This document describes the accreditation requirements applicable to laboratories performing preparation and analysis of mold associated with mold-related activities that affect indoor air quality. The objective of this accreditation program is to recognize those laboratories that have been found to be competent in meeting the requirements of ISO/IEC 17025 and these program requirements. The Texas Department of Health (DOH) will recognize accreditations granted under this program.

GENERAL CRITERIA


SPECIFIC CRITERIA

Specific criteria are generally an elaboration on or interpretation of the general criteria plus those requirements of accreditation applicable to a certain field of testing, testing technology, type of test, or specific test. These specific criteria are contained in the Texas Department of State Health Services, Texas Mold Assessment and Remediation Rules 295.301-295.338. This rule became effective May 16, 2004 and is available at the Texas Department of State Health Services web site: www.dshs.state.tx.us/mold. Testing laboratories seeking accreditation under this program shall:

- Section 295.317 (c) (2), Mold analysis activity at the laboratory is overseen by a full-time mycologist or microbiologist with either:
  
  (A) an advanced academic degree; or
  
  (B) at least two years of experience in mold analysis.

- Section 295.326 (d) A licensed mold analysis laboratory shall maintain copies of the results, including the sample identification number, of all analysis performed as part of a mold assessment or mold remediation for three years from the date of the sample analysis.
PROFICIENCY TESTING


Document Revision History

<table>
<thead>
<tr>
<th>Date</th>
<th>Description</th>
</tr>
</thead>
<tbody>
<tr>
<td>March 2006</td>
<td>Document introduction.</td>
</tr>
<tr>
<td>September 2012</td>
<td>Updated name of TX agency and TX website link.</td>
</tr>
</tbody>
</table>

© 2006 by A2LA
All rights reserved. No part of this document may be reproduced in any form or by any means without the prior written permission of A2LA.